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 RH/TEMP/BARO Connector (Socket) 

(View from bottom of E-Sampler) 
 

 1 RH Input Signal  
 2 COMMON  
 3 +12 V  
 4 Temperature Input Signal  
 5 Barometric Pressure Input Signal  
 6 SHIELD  
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 RS-232/Concentration Connector (Plug) 
(View from bottom of E-Sampler) 

 

 1 RST (3610 Programming Signal)  
 2 Rx (RS-232)  
 3 Tx (RS-232)  
 4 COMMON  
 5 STX (3610 Programming Signal)  
 6 Concentration Output  
 7 TCK (3610 Programming Signal)  
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