
AIR ProductsProduct

Hand HeldsSensor Type
In-HouseSource 11/21/2001

Date

What is the output on the DB9 connector for the alarms when an alarm is set?

Problem

The alarms on the GT-521 are accessed at pins 6 and 7. Alarm #1 output is at
pin #6 referenced to Pin #5 (GND) and Alarm #2 output is at Pin #7, 
referenced to pin #5 (GND).

Solution
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